A comparison of methods for enumerating lymphocyte classes.
We have evaluated a novel kit method for enumerating B and T lymphocytes using antibody-coupled beads. The technique proved to be an unsuitable alternative to sheep red blood cell rosettes and immunofluorescence. However, the principle is potentially valuable and we suggest certain modifications which would make the method more suitable for routine use.